

Tips for System M-OB
1. To power On/Off- left side of machine.

2. To enter patient information

a. Press PATIENT key- on RT. Side

b. Press NEW PATIENT which is the 1st soft key

c. Type first, (ENTER) last name, ID, etc. Then select DONE  (last soft key) or press PATIENT key to get out.
EXAM key –C60 Choose AB, OB, or Gyn.=max depth 30cm
                      ICT (Transvaginal probe) Choose OB or GYN=max depth of 13cm                
3. Frequency can be changed by selecting RES, GEN, PEN (1st Soft key)

a. RES = best resolution= highest frequency= most breasts and 

      Vascular

b. GEN = middle frequency = some larger breasts

c. PEN = best penetration but loses resolution = lowest frequency

4. To adjust GAIN (brightness or darkness of image) use the 3 gray dials

a. Near =Top Half of screen

b. Far = Bottom half of screen

c. Gain = Overall image
5. Auto Gain Key- to quickly optimize image from near to far field.
6. Depth
a. Depth Up Arrow= allows you to image objects that are shallow,  

Just below the skin

b. Depth Down Arrow = allows you to image objects that are deeper in the body
7. MEASUREMENTS- CALIPER or CALC allows you to measure in 2 directions. 

a. CALIPER: Press FREEZE. Then Press CALIPER. Use touch pad to move green +, press SELECT to activate the opposite end. Press CALIPER again to get the X caliper up and repeat. You may also use this to measure the distance from SKIN LINE to the Vessel or target.

b. CALC package: Press Freeze.  Then CALC button below CALIPER button.  Highlight and select measurement.  Use touch pad to move green +, press SELECT to activate the opposite end. Press SAVE to save image and measurement.  Check mark on the selected measurement will appear to confirm that measurement has registered into the system.  REPORT key will display all measurements saved.  
8. MMODE

a. MMode key on Right lower key pad

b. When MMode line appears line up with heart or moving structure and presss UPDATE.  MMode tracing will appear.  Press update again to go back into live scanning in image above tracing.  

c. To change the MMode tracing speed use soft key choose SLOW, MED, or FAST.  

d. Use Caliper or Calc package for FHR measurement
9. DOPPLER

a. DOPPLER key on Right lower key pad, below MMODE

b. When DOPPLER line appears line Doppler box with structure and presss UPDATE.  Doppler tracing will appear.  Press update again to go back into live scanning in image above tracing.  

c. To change the DOPPLER tracing speed use soft key choose SLOW, MED, or FAST.  

d. Use soft keys to change scale, base line, volume, and invert tracing.  

e. Use overall GAIN dial to turn gain on Doppler tracing up or down.   
10. COLOR 2 modes
a.  bi-directional and unidirectional flow.  Press Color button on lower right on the upper left side of screen, if you see RED/BLUE colors=bidirectional flow is active. 
b. unidirectional color (CPD=COLOR POWER DOPPLER), when color is active, press COLOR key on left lower side, which will then read CPD.  When you see one color (a copper tint) CPD is active.  This is more sensitive than bi-directional color flow.  
c. Use LOW flow for slower flow, MED for mid range, High for faster flow
11. ZOOM: Press button move box to structure of interest and press ZOOM again to activate.  Can be used in 2D live scan or frozen image.
12.  DUAL: 2nd to last soft key on right.  Press button and use UPDATE key to activate right image and toggle between right and left.  Can be used to compare and contrast 2 images. 
13. FREEZE

a. Press Freeze, select SAVE or PRINT
b. Slide finger from right to left to cine through loop or turn over all gain knob back.  Saves loop from last FREEZE to current FREEZE.  
14. SAVE/PRINT IMAGES
a. Press SAVE to save image to system.  This will also save measurements to report package.

b. RETRIEVE (Rt. Side) allows you to recall SAVED images

And PRINT or DELETE Files.

c. Press REVIEW (soft key) to view saved images.  LIST will take you to images save to system.
d. Press PRINT to print pictures.
15. REPORT
a. Select Report to access OB, Gyn, orVolume reporting package.  

b. Select  PAGE to review all options, make comments, save or print pages in report package
16. 2D key below COLOR key will bring you back into 2D live scanning.  
17. A/B short cut keys: A-PRINT, B-END EXAM  

Go to SET UP, A/B keys to change options.  
18. TO DISINFECT the Probe or keyboard…. USE wet disinfectant wipes.

19. TO CLEAN screen, use soft damp cloth with water and soap only.
